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A mass spectrometer-computer system has been devised to utilize 
the decision-making capabilities of the modern digital computer. The 
system described assists the researcher user by allowing a computer to 
query the researcher for operating parameters. The computer translates 
these into detailed control functions that operate the instrument. The 
data acquired from the mass spectrometer is made available to the 
researcher in an on-line system. 
computer and an integer resolution quadrupole mass spectrometer. A 
reference gas is valved into the mass spectrometer by computer control 
to permit automatic calibration. 
was demonstrated; the means and results are given. 
The system employs a small digital 
Spectra processing of GLC effluent 
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I. Introduction 
The use of a mass spectrometer as a research tool has been hampered 
by the slow development of fast and convenient methods of reducing the 
output to numerical data. The output (time versus intensity) is related 
to the mass spectrum (mass/charge versus intensity) by the characteristics 
of the scanning circuit and the nature of the mass analyzer (or dis- 
criminator). 
practical difficulties of construction and the drifts and instabilities 
which occur in operation. Therefore, it is difficult to establish a 
unique relationship between the settings of the operating controls and 
the output of the mass spectrometer. 
The theoretical relationship is marred, however, by the 
A common method of mass-peak identification is to add a reference 
compound to the unknown sample. Then the oscillograph recording contains 
mass markers, corresponding to the known peaks of the reference compound. 
The operator counts up or down from the mass markers to identify the 
peaks of the unknown sample. The output of a mass spectrometer, 
particularly when it is used in conjunction with a gas chromatograph, 
provides the researcher with more information than he can process with 
this approach. 
Several people have conceived and demonstrated systems which 
monitor and record digital data from a mass spectrometer at rapid 
(1-10 sec.) scan rates. (See references 1, 2, 3 and 4.) The usable 
scan rate is sometimes limited by the particular mass spectrometer 
used. In high resolution spectrometry, it may be limited by the sample 
time required to determine the mean time of arrival at the collector of 
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a statistically small number of ions. All of the systems described in 
the references deliver their data to a modern digital computer (some in 
real time) for processing. The system described in this report is one 
of many efforts to enhance the potential of the mass spectrometer 
through its use with a digital computer. 
Our system employed the EA1 QUAD 300 Quadrupole Mass Spectrometer 
and a LINC computer ( 9 ) .  (An excellent description of the principle 
of the quadrupole appears in reference (5), pages 34-38.) The QUAD 300 
* 
provides integer mass resolution from mass 10 to mass 500. 
There are two distinctive features of our system. One is the high 
level of operator involvement, making him an important system element. 
Through a standard Model 33 Teletype, the operator engages the computer 
in a conversational dialogue in which the computer requests input and/or 
output parameters and some branching decisions in the software 
algorithms. The dialogue also allows the operator to initiate output, 
via a Calcomp 565 digital plotter, and exercise some control over its 
manner of presentation. (The software is detailed later in this report.) 
The human operator and the small computer perform together as a 
larger computer might perform alone. However, the task of programming 
the larger computer would be more complex. One would like to reduce 
the duties of the operator to merely pushing a few buttons. A push- 
The LINC computer in our laboratory is a small instrument computer 
(2K memory with built-in tape unit), designed and built as a research 
project at Washington University. It is very similar to the LINC 8 
manufactured by the Digital Equipment Corporation (146 Main Street, 
Maynard, Massachusetts), and the Micro-Linc put out by Spear, Inc. 
(335 Bear Hill Road, Waltham, Massachusetts). 
* 
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button system which would do as much as the system described in this 
report is beyond our present capability. 
The second distinctive feature of our system is its method of mass- 
peak identification. Under the guidance of the operator, the computer 
valves in a reference compound which it uses to calibrate the scan 
circuit by relating the time versus intensity output to the known mass 
peaks of the reference. Subsequently, the control voltage which the 
computer interface feeds to the scan circuit is related to a mass index 
stored in the computer memory. 
trometer with an unknown sample to be recorded directly as mass/charge 
versus intensity. In the other referenced systems, the computer 
receives the data of the unknown sample as time versus intensity and 
then converts to mass/charge versus intensity. 
This allows the output of the mass spec- 
The spectra which are reproduced in this report show 256 as the 
highest recorded mass. The primary reason for this limit is the 
simplicity of programming effort which it afforded. 
fifty six words corresponds to one "quarter" of the LINC core memory. 
A quarter of LINC core may be read from or written on LINC tape with a 
single machine instruction. 
Two hundred and 
In this system, a QUAD 300 Mass Spectrometer was used to monitor 
and identify the output of a Varian gas chromatograph. In a typical 
experiment, amino acids were coupled with an optically active reagent 
to give diastereoisomers resolvable by gas chromatography. 
spectrometer was then used to identify and determine the optical purity 
of the stereoisomers (6,7). In a second application ( 8 ) ,  amino acid 
The mass 
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mixtures were derivatised to give compounds separable by gas 
chromatography. 
of the derivatives and to identify the volatile by-products of the 
reaction. 
The QUAD 300 was then used to confirm the structure 
XI. Theory of Operat ion 
During spectrum d a t a  a c q u i s i t i o n ,  t h e  computer d i r e c t s  t h e  mass 
a n a l y z e r  t o  a p r o p a w s e l e c t e d  mass p o s i t i o n  and reads  t h e  output  
i n t e n s i t y  of t h e  mass spectrometer .  
t h e  convent iona l  sense.  It is con t ro l l ed  by a vo l t age  (V) such t h a t  
The mass analyzer  is  no t  swept i n  
m / e  - f(V) 
where m / e  is  t h e  mass/charge r a t i o  and f(V) is a monotonic func t ion  
c h a r a c t e r i z e d  by t h e  mass spectrometer .  V is t h e  output  of a computer 
d i r e c t e d  d ig i ta l - to-ana log  converter .  For every M (M = m/e)  t o  be  
passed by t h e  mass analyzer ,  t h e  computer i d e n t i f i e s  (according t o  t h e  
c a l i b r a t i o n  program) a d i g i t a l  number N. C a l i b r a t i o n  programs ass i s t  
t h e  o p e r a t o r  i n  determining t h e  empirical r e l a t i o n s h i p  between N and 
M. 
The procedure t o  measure t h e  i n t e n s i t y  a t  any M is as follows: 
(1) The number Ni which corresponds t o  t h e  s e l e c t e d  mass/charge 
r a t i o  ( M )  is loaded from t h e  computer i n t o  t h e  d ig i ta l - to-ana log  con- 
verter. This  sets the  c o n t r o l  vo l tage  of t h e  mass analyzer .  The output  
of t h e  mass spec t rometer  is propor t iona l  t o  t h e  q u a n t i t y  of p re sen t  
i n  t h e  sample. 
i 
Mi 
(2) An analog  c i r c u i t ,  reset and r e l e a s e d  by t h e  colrputer, 
i n t e g r a t e s  t h e  output  of t h e  mss spectrometer .  
i n t e g r a t o r  is s e n t  t o  an analog-to-digi ta l  conve r t e r  i n  t h e  input  
c i r c u i t r y  of t h e  computer. 
The output  of t h e  
5 
(3) Several milliseconds after the integrator is released, (the 
choice of integration time is supplied by the user upon program request), 
the computer samples the output of the converter. 
stored as the intensity of 
That digital value is 
Mi. 
Steps (1) through (3)  are repeated to acquire a complete spectrum. 
The fundamental restraint upon this system is the drift of the 
mass spectrometer following calibration. 
QUAD 300 is that this drift causes an error in N 
value from one N entry to the next in a one hour period. This is 
sufficiently small to allow unambiguous mass identification. 
Our experience with the 
of less than 1/8 the 
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111. Overall Physical Description 
The system elements referred to or mentioned in this section are 
explained in detail in the following sections. 
Figure 1 is a block diagram of the system. The ground floor 
connections of the teletype and Calcomp to the LINC have been used for 
several years in other applications. (See Technical Report IRL-1055) 
They are duplicated near the site of the mass spectrometer research 
activity for the convenience of the principal users of the system. 
Except for sample injection, all input and output are through the 
teletype keyboard and Calcomp plotter. 
The LINC computer was made available to the IRL under an NIH 
grant. Designed primarily for instrumentation, the LINC provides hard- 
ware inputs and outputs to several buffered registers, as well as pulse 
outputs and input level-sense lines. It has a 2K core memory and a 
built-in tape unit. 
machine instructions. 
"Tape Read" and "Tape Write" functions are single 
The cable connecting the two terminal boxes contains: 
(1) Twelve lines to carry the twelve bits of the LINC accumulator. 
(2) A pulse line, OPR 10, t o  transfer the accumulator contents 
into a register which controls the mass position on the 
quadrupole. 
(3)  OPR 11, which clocks the contents of the accumulator into a 
register that controls the mass sweep, reference gas inlet, 
integrator reset and integrator release. 
7 
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( 4 )  A pulse line, OPR 0, to control the Calcomp. 
( 5 )  A coaxial line to carry analog spectrum information to the 
LINC . 
( 6 )  Teletype communication lines. 
(7) A signal line which carries the instruction to terminate 
data acquisition. 
The inlets for the quadrupole are diagrammed in Figure 2.  The 
gas chromatograph effluent is fed through a Biemann separator and 
enricher into the ionization chamber of the quadrupole. A roughing 
pump is used for the separator. The gas chromatograph also feeds a 
conventional flame detector whose output goes to a strip chart recorder. 
The recording is used only to monitor the run. For data processing, the 
equivalent output is reconstructed from the summation (total ion count) 
of mass spectra. 
The second inlet to the ionizer is the vapor from a reference com- 
pound, stored in a 500 milliliter flask at 0.5 - 1 Torr. The pressure 
in the flask is maintained by manually operating the valves from the 
liquid reservoir or roughing pump. The flow of the reference gas into 
the mass spectrometer is enabled by a solenoid-actuated valve which is 
turned on or off by the computer. 
The interface built by the Instrumentation Research Laboratory 
includes the digital register, digital-to-analog converter, and other 
electronics necessary for the computer to control all of the third floor 
equipment. It accepts computer commands to control mass position, inlet 
of the reference gas,  the te le type  and the Calcomp p l o t t e r .  In addition, 
I t  prnvides 51 sui tahle  sign21 fer displayir?g the mass spectrm? el? a: 
osc i l l o scope .  The interface  has some manual controls  for  servic ing .  
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I V .  The Software S t r u c t u r e  
The ob jec t ives  of t h e  sof tware  are t o  (1) o p e r a t e  t h e  c o n t r o l s  of 
a mass spectrometer ,  (2)  acqu i r e  d a t a  from t h e  mass spec t rometer ,  and 
(3) t o  process  and p r e s e n t  t h a t  d a t a  i n  a manner u s e f u l  t o  t h e  r e sea rche r .  
The approach was t o  i s o l a t e  t h e  r e sea rche r  ( a s  much as poss ib l e )  from 
t h e  apparatus  i n  o rde r  t h a t  he might spend most of h i s  t i m e  and e f f o r t  
on sample ana lys i s .  
The sof tware f o r  t h i s  system i s  t i t l e d  "SPECTRUM". SPECTRUM i s  a 
c e n t r a l  pivot  f o r  a c o l l e c t i o n  of s e v e r a l  programs. 
i s  t o  allow t h e  u s e r  t o  c a l l  an o p e r a t i o n a l  program. The o p e r a t i o n a l  
programs are  l i s t e d  -- a long  wi th  a b r i e f  d e s c r i p t i o n  of what each does -- 
i n  t h e  SPECTRUM User 's  Guide, Table  1. 
I ts  s o l e  func t ion  
A program is c a l l e d  by typ ing  i t s  name on t h e  t e l e t y p e  keyboard. 
The opera tor  then g ives  i n s t r u c t i o n s  t o  t h e  computer ( v i a  t h e  t e l e t y p e )  
t o  c o n t r o l  t h e  mass spec t rometer ,  a c q u i r e  d a t a  o r  p re sen t  t h e  da t a .  
Each program reques t s  a t  least  one d e c i s i o n  from t h e  u s e r  which w i l l  
a f f e c t  i t s  course  of ac t ion .  Most of the programs a l s o  r eques t  i npu t  
and/or  output  parameters.  
c a l l e d  DISPLAY i s  given i n  Table  2. 
A s  an example, a flow diagram of t h e  program 
Table 1 
A List of Programs in SPECTRUM 
LOCATE: 
The user must give the corresponding mass (m/e) value as M. When two pairs 
have been accepted, LOCATE computes the 254 other values by straight line 
interpolation. This "N file" is filed under a name of the user's choice. 
DISPLAY: Allows visual spectra presentation. Loads an N file from tape, 
accepts either M or N as input, and positions the mass spectrometer gate 
accordingly. It also causes an auxiliary sweep about this mass position to 
cause a display upon an oscilloscope. 
MEASURE: Types amplitude values at or about a mass peak. Loads an N file 
from tape, accepts M or N, measures the amplitude for time T, and types 
out. 
of the specified N value are also measured. 
Creates a new "N table". Octal numbers are accepted as "N" entries. 
In multiple mode the amplitudes of the 8 or so N values on either side 
TYPE: Allows inspection of various numeric files. Requests N file, reference 
file, or spectrum identification and types the contents from entry 1 to 256 by 
increments of 1, or any arbitrary variation of these three parameters. 
GAS: 
TWEAK: Adjusts an N file made by LOCATE, or previous TWEAKS, by accepting 
a set of number pairs consisting of mass and the adjustment (error) at that 
mass; linear interpolation is used between the mass numbers entered. 
TAKE ONE: Takes a spectrum (only one), sampling for time T in milliseconds 
at each mass number as specified by an N file. Resulting spectrum is stored 
in a file from 0 to 256. 
Informs user of reference gas status, accepts on or off change if desired. 
GOGO: Takes up to 256 spectra in succession over a period of up to 20 to 40 
minutes, depending onthe time spent integrating at each mass; each of the 
starting in file 1. spectra is stored on tape 
SUM: Sums the individual 
sumnation per entry, in f 
indicate an End-of-File b 
the point values of a gas 
spectra produced by GOGO, stores the result, a 
le 0. The appearance of minus values in a spectrum 
ock. The resulting sums are roughly equivalent to 
chromatograph curve as a function of time. 
SORT: Searches the spectra produced by GOGO, picking up a specified mass x. 
The resulting series of values represents the variation of mass x with time. 
Five separate mass numbers may be selected per SORT. 
PLOT: Plots any or all of the files of spectra in either a bar graph or line 
plot. The plots are scaled so that the maximum value in the files selected 
equal 100%. All other values are correspondingly smaller. 
?: Indicates that the user is confused. A list of all programs available 
under SPECTRUM is typed out. 
WIPE: Indicates that the user is despondent. The computer, acting without 
hesitation, wipes out all softvare relating to the mass spectrometer. 
tape will retain timing and block marks so that it may be used for other 
purposes. 
The 
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Table 2 
Logic O u t l i n e  of DISPLAY 
S tep  Desc r ip t ion  
A. Type<DISPLAY> (Note: < ...> i n d i c a t e s  a message typed 
o u t  by t h e  computer.) 
Turn on d i s p l a y  sweep r e l a y .  G o  t o  s t e p  B. 
B. Type<FILE NAME = >. Then a c c e p t  responses:  
a. 
b. 
c. ' f o u r  o r  more c h a r a c t e r s ' ; ,  t hen  
+ ,Di sab le  d i s p l a y  sweep r e l a y  and 
r e t u r n  t o  SPECTRUM. 
'less than  fou r  c h a r a c t e r s ' ; ,  go t o  C. 
1. i f  known f i l e  i d e n t i f i e r ,  go t o  D. 
2. i f  unknown f i l e  i d e n t i f i e r ,  go t o  C. 
C. Type <IMPROPER ENTRY> and r e t u r n  t o  €3. 
D. Known f i l e  i d e n t i f i e r .  Read t h e  i n d i c a t e d  N f i l e  i n t o  co re .  
Go t o  E. 
E. Type<M OR N ? >  Accept t h e  fol lowing responses:  
a. +, go t o  B. 
b. M ; ,  n o t e  M s ta te  i s  t r u e  and go t o  F. 
c. N ; ,  n o t e  M state is  f a l s e  and go t o  G .  
d. anything e lse ,  go t o  E. 
F.  Type < M=> 
G. Type < N=> 
H. 
Accept : 
a. +, go t o  E. 
b. A decimal number w i t h i n  t h e  range of 
1 t o  256. Look up t h e  corresponding 
e n t r y  i n  t h e  N t a b l e .  Consider t h i s  
t h e  "N value".  G o  t o  H. 
c. Anything else, go t o  F. 
Accept: 
a. +, go t o  E. 
b .  An o c t a l  number w i t h i n  t h e  range of 
0 t o  7777. Consider t h i s  t he  "N value". 
Go t o  H. 
c. Anything else,  go t o  G. 
Type t h e  N v a l u e  as < N =  ' N  v a l u e ' >  i n  o c t a l  n o t a t i o n .  Also 
pu t  t h i s  N v a l u e  i n  t h e  e x t e r n a l  r e g i s t e r  f o r  D-A conversion. 
I f  M s ta te  i s  t r u e ,  then go t o  F ,  else go t o  G.  
14 
V. Description of the Interface Electronics 
A block diagram of the interface electronics appears in Figure 3. 
Most of the circuitry is housed in a short relay rack, occupying about 
18 inches of vertical space. An additional 10 inches of rack space is 
used for the power supplies (+lo volts, 215 volts and 3 .6  volts for the 
integrated logic) and a precision reference voltage for the digital-to- 
analog converter. 
The logic is a mixture of "A" series circuit cards manufactured by 
the Digital Equipment Corporation and low cost, epoxy, Fairchild 
integrated circuits. The 12 bit digital-to-analog converter was con- 
structed of DEC cards. The Amelco 2110 BE FET was used for the electronic 
switches. The operational amplifiers were manufactured by Melcor; most 
are of the economy line. 
The LINC has a "fantail cage" designed to hold custom electronics. 
The following input/output circuits were installed: 
(1) A set of gates enabled by Relay Register 3 (in the LINC). 
These transmit the contents of the accumulator to the remote 
interface. Relay Register 3 is turned on or off by a machine 
instruction. 
(2) A set of drivers for the operate pulses. 
OPR 11 and OPR 0 (LINC outputs). 
These are OPR 10, 
(3)  A resistor through which the signal current is passed and 
converted to a voltage suitable for the LINC'S analog-to- 
digital converter. 
15 
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OPR 10 clocks all 12 bits (N) of the accumulator into the jam 
register which feeds the digital-to-analog converter. The purpose of 
this jam loading is to minimize the transients caused by changing N 
values. If the switch S1 is in the manual position, the digital-to- 
analog converter is under the control of 12 manual switches mounted on 
the front panel of the relay rack. Above each switch is an indicator 
lamp. These lamps monitor the contents of the converter at all times. 
OPR 11 clocks the 6 rightmost bits of the accumulator into a 3 bit 
jam register. The 3 bits of this register: 
(1) Turn the visual display sweep of mass analyzer control voltage 
on or off; 
(2) Permits or blocks the entrance of the reference gas into the 
mas s spectrometer ; 
(3) Reset the analog integrator, A5. 
OPR 0 transmits the Calcomp commands from the 6 rightmost bits of 
the accumulator. 
The high impedance output of the digital-to-analog converter is 
buffered by amplifier Al. If the switch S 2  is closed, either manually 
or by the Amelco FET, A1 sums the output of the digital-to-analog con- 
verter with the output of a triangular wave generator. 
visual display of the masses either side of the mass which is selected 
by the output of the d-to-a converter. 
This provides a 
The ground plane in the QUAD 300 Controller was unavoidably a few 
millivolts different than the interface. Therefore, the output of A1 is 
17 
converted to a current ( A 2 )  before it is sent to the control circuit of 
the mass analyzer. Any ground loop ripple (60 Hz.) feeds the common 
mode of A2 and, therefore, is rejected. 
The current from A2 is reconverted to a voltage by a sensing 
resistor installed in the quadrupole. This was the only internal 
modification made to the mass spectrometer. 
A3 is an FET operational amplifier (Melcor 1619) which is used as 
an electrometer. It is mounted as close as possible to the electron 
multiplier output of the quadrupole. In the configuration shown, it 
has a bandpass exceeding 10 KHz. with 10 megohms feedback. The feedback 
resistor is selected to be 1, 10 or 100 megohms by a manual switch. 
The normal setting is at 10 megohms. A4 picks up the electrometer out- 
put at the relay rack in the differential mode, again to reject 60 Hz. 
ground plane ripple. A4 drives the vertical axis of a Tektronic 502  
Oscilloscope and feeds an analog integrator ( A 5 ) .  A Hewlett-Packard 
3300A Low Frequency Function Generator sweeps the horizontal axis of 
the 502  at about 5 Hz. The 3300A is also the source of the scan for the 
control voltage of the mass analyzer during visual presentation. 
A5 integrates the output of A4 (across a 0.01 microfarad capacitor). 
Its output is converted to a current and sent over about 2 0 0  feet of 
cable to the LINC analog-to-digital converter. 
A front panel push button, labeled "STOP GOGO", enables the operator 
to stop the data gathering program by that name at any time during its 
run. 
18 
VI. The Software and Its Concepts 
The software for the computer-mass spectrometer system: (a) allows 
the user to acquire mass spectra of samples or a reference gas, and 
(b) provides information on the stability and precision of the instrument 
itself. The latter consideration stimulated the writing of software 
that might not be required for chemical application of the system but is 
useful in determining the reliability of the system and necessary to the 
development and maintenance of the instrumentation. 
This mass spectrometer system utilizes the interaction, in real 
time, of the three major components. These components are: the computer, 
an instrument, and a human operator. It is apparent that the human 
operator is the slowest component, and in a sense the limiting factor in 
acquiring spectra. However, he has the greatest range of decision-making 
ability. This system takes advantage of this ability. 
The computer-spectrometer system does not demand the contiguous 
location of all three components. As noted before, the computer was 
located three stories below the mass spectrometer. Most of the software 
could be operated from either location or indeed a third location. 
Though the mechanics of introducing the unknown chemical sample were 
not automated, the reference gas was valved into the instrument under 
computer control. 
There exist two levels of connnunication between the operator and 
the control system. The first (SPECTRUM level) simply accepts any one of 
a set of eleven subprograms which then specifies the further operation 
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of t h e  system. Cont ro l  i s  returned t o  t h i s  l e v e l  upon t h e  completion 
of any nT?e of the subprcgras.  
Level two i s  t h a t  of t h e  subprograms. It is  w i t h i n  these  sub- 
programs t h a t  t h e  necessary  parameters are accepted f o r  t h e  performance 
of t h e  i n d i v i d u a l  t a sks .  These eleven subprograms can be  considered i n  
f o u r  groups according t o  t h e  func t ions  they  are r e l a t e d  to:  
Data Acquis i t ion ,  Data Manipulation, and Data P resen ta t ion .  These f o u r  
groups are i n d i c a t e d  t o  the  l e f t  of t h e  systems flow c h a r t  shown i n  
F igu re  4. 
used. The f low i s  under ope ra to r  c o n t r o l ;  t h e  l i n e s  i n d i c a t e  t h e  normal 
pa ths .  The r e s u l t  of t h e  c a l i b r a t i o n  is an accu ra t e  l i s t  of 256 numbers 
(an N f i l e ) .  These are r e l a t e d  i n  a one-to-one f a sh ion  t o  mass numbers, 
so  t h a t  when a number i n  t h e  N f i l e  i s  gated i n t o  the  D-A conver te r  
t h e  r e s u l t i n g  analog v o l t a g e  allows the  corresponding mass t o  pass  
through t h e  mass ana lyzer .  Thus a s i g n a l  i s  a v a i l a b l e  a t  t h e  electrom- 
eter p ropor t iona l  t o  t h e  abundance of t h a t  mass/charge r a t i o .  
elements i n  t h e  N f i l e  correspond to mass/charge r a t i o s  1-256. 
C a l i b r a t i o n ,  
The f i g u r e  i l l u s t r a t e s  t he  way the  c a l i b r a t e  programs a r e  
The 256 
A. C a l i b r a t i o n  
GAS al lows t h e  ope ra to r  t o  turn  on o r  o f f  t h e  r e fe rence  gas.  I t  i s  
t h i s  r e fe rence  gas  t h a t  i s  used to  develop and a d j u s t  t he  N f i l e .  
LOCATE creates a f i r s t  approximation t o  an a p p r o p r i a t e  N f i l e .  I t  
accep t s  two sets  of coord ina tes  each c o n s i s t i n g  of a mass number and i t s  
corresponding N va lue .  By s i m p l e  l i n e a r  i n t e r p o l a t i o n  (and ex t rap-  
o l a t i o n )  t h e  remaining 254 elements i n  t h e  N f i l e  are f i l l e d .  The 
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N va lues  corresponding t o  ad jacen t  masses d i f f e r  by about 15. This  
a l lows s u f f i c i e n t  s e n s i t i v i t y  i n  s e t t i n g  t h e  mass ana lyze r  t o  i n s u r e  
sens ing  t h e  mass peak a t  i t s  maximum r a t h e r  t han  on t h e  shou lde r s  o r  
s i d e s .  
DISPLAY provides  a method f o r  t he  o p e r a t o r  t o  v i s u a l l y  examine 
d i sc repanc ie s  between t h e  N f i l e  e n t r i e s  c r e a t e d  by LOCATE and t h e  
real p o s i t i o n  of t h e  r e f e r e n c e  gas peaks. By e n t e r i n g  a mass number, 
t h e  corresponding p o i n t  of t he  spectrum i s  d i sp layed  on the  c e n t e r  of 
an osc i l l o scope .  
N va lue . )  Thesurrounding p o r t i o n s  of t h e  spectrum are d i sp layed  under 
t h e  c o n t r o l  of a potent iometer .  I f  t he  peak i s  not  p r e c i s e l y  i n  t h e  
c e n t e r  of the d i s p l a y ,  t h e  N v a l u e  c a l c u l a t e d  by LOCATE i s  no t  q u i t e  
c o r r e c t .  The increment of e r r o r  can be determined by typ ing  i n  new N 
v a l u e s  u n t i l  t h e  d i s p l a y  i s  c o r r e c t ,  o r  by t h e  MEASURE r o u t i n e .  Table 2 
i s  a d e t a i l e d  flow diagram of t h e  DISPLAY dialogue.  
(The u s e r  can a l s o  d i s p l a y  a po in t  by e n t e r i n g  any 
MEASURE samples and d i g i t i z e s  t h e  e l e c t r o n  m u l t i p l i e r  ou tpu t  a t  a 
s p e c i f i e d  point  o r  series of consecut ive po in t s .  These amplitudes are 
typed o u t  with t h e i r  corresponding N va lues .  The h i g h e s t  amplitude 
w i l l  i n d i c a t e  t h e  c e n t e r  of t h e  peak. 
TWEAK accep t s  c o r r e c t i o n s  t o  any N f i l e .  Th i s  may b e  a new f i l e  
c r ea t ed  by LOCATE o r  i t  may be one used p rev ious ly  t h a t  i s  i n  need of 
minor adjustments.  
t h e  r e fe rence  gas  peaks. The N f i l e  is then updated by t h e  en te red  
v a l u e s  a t  t h e  designated p o i n t s  and by i n t e r p o l a t i o n  between t h e  
designated p o i n t s .  
These c o r r e c t i o n s  can be en te red  f o r  any o r  a l l  of 
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C a l i b r a t i o n  of t h e  sys t em has been achieved us ing  t h e  fou r  preceding 
programs i n  roughiy f i f t e e n  minutes. An N f i l e  thus developed has  
been used wi th  only minor modi f ica t ions  f o r  a number of days. 
t o  be  as a c c u r a t e  a s  t h e  reso lv ing  power of t h e  mass spectrometer .  
It appears  
TAKE ONE provides  a f i n a l  check of t h e  c a l i b r a t i n g  procedure.  It 
uses  t h e  N f i l e  c r e a t e d  by t h e  o p e r a t o r  t o  p o s i t i o n  the  sens ing  g a t e  
a t  s e q u e n t i a l  mass p o s i t i o n s  from 1 t o  256. The ion  c u r r e n t  is sampled 
and d i g i t i z e d  f o r  each p o s i t i o n .  The r e s u l t i n g  spectrum can be p l o t t e d  
o r  typed;  i t  should match t h e  known re fe rence  gas spectrum. 
B. Data Acqu i s i t i on  
GAS i s  used t o  t u r n  off  t h e  re ference  gas used i n  the  c a l i b r a t i o n  
procedure and provide a de lay  f o r  t h e  r e s i d u a l  t o  be pumped o f f .  
GOGO s t a r t s  t ak ing  s p e c t r a  a t  t h e  o p e r a t o r ' s  s i g n a l ,  cont inues  tak- 
i ng  s p e c t r a  a t  i n t e r v a l s  s p e c i f i e d  by the  o p e r a t o r  ( 5  second nominal),  
and s t o p s  on a s i g n a l  from the  opera tor  o r  a t  t he  end of 256 s p e c t r a .  
Each spectrum c o n s i s t s  of a m p l i t u d e  measurements a t  each mass va lue ,  
1-256. No at tempt  was 
made t o  automate t h e  s t a r t i n g  or s topping  of t h e  d a t a  ga the r ing ,  s i n c e  
t h e  v a r i a b i l i t y  of t he  d i f f u s i o n  rate through t h e  gas  chromatograph 
f o r  d i f f e r e n t  subs tances  made ope ra to r  c o n t r o l  d e s i r a b l e .  The t i m e  
s c a l e  of t h e  ope ra t ion ,  10 t o  25 minutes,  was a l s o  appropr i a t e  f o r  
human i n t e r a c t i o n .  
These s p e c t r a  a r e  s t o r e d  on t ape  s e q u e n t i a l l y .  
C. Data Manipulation 
SUM adds up t h e  ampli tudes of each spectrum t o  produce a record  
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(a set of  up t o  256 va lues)  of  t o t a l  i o n  c u r r e n t .  Th i s  record  is  i n  
f a c t  a recons t ruc ted  gas  chromatograph record ing .  It provides  a quick  
check on the  t o t a l  i o n  peaks seen  by t h e  spec t rometer  and compares 
c l o s e l y  w i t h  ou tput  from t h e  f l a m e  d e t e c t o r  of t h e  gas  chromatograph. 
When t h e  values  are p l o t t e d ,  t h e  scale on t h e  h o r i z o n t a l  a x i s  c o n s t i t u t e s  
an index t o  t h e  t ape  l o c a t i o n s  of t h e  i n d i v i d u a l  s p e c t r a  taken dur ing  
t h e  d a t a  ga ther ing  ( see  Fig. 6 ) .  
SORT searches through each s t o r e d  spectrum pixking out t he  ampli tude 
a t  a s p e c i f i e d  mass p o s i t i o n .  The r e s u l t  may be  p l o t t e d  t o  show t h e  
v a r i a t i o n  of t h e  i o n  c u r r e n t  a t  a s p e c i f i c  m a s s  wi th  t i m e .  
D. Data P resen ta t ion  
PLOT is a s p e c i a l  purpose p l o t t i n g  r o u t i n e  f o r  d i sp l ay ing  r e s u l t s  
as a l i n e  or b a r  graph. Any spectrum o r  t h e  r e s u l t s  of t h e  SORT o r  SUM 
programs may b e  p l o t t e d  ( see  Figs.  6 through 10). 
TYPE is a gene ra l  purpose l i s t i n g  rou t ine .  I t  l ists  as f o u r  d i g i t  
i n t e g e r s  any o f  t h e  f i l e s  o r  s p e c t r a  produced by o t h e r  programs. 
Th i s  second l e v e l  of communication between t h e  ope ra to r  and computer 
involves  the e n t r y  of  parameters f o r  t h e  s p e c i f i c  programs. The 
parameters  are reques ted  i n d i v i d u a l l y  by t h e  program i n  a prompting 
fash ion .  
convenient from t h e  u s e r ’ s  p o i n t  of v i e w ,  a l though i t  is  t ed ious  t o  
program. 
system without memorizing long sequences of i n s t r u c t i o n s .  
chemists  with no previous computer exper ience  could,  and indeed would, 
This type  of  demand-response e n t r y  of parameters  is  very  
I t  al lows a r e l a t i v e l y  inexperienced use r  t o  make use  of t h e  
We found t h a t  
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make use of the system without hesitation. Since the chemist is 
expected to play an integral part in the feedback system, the acceptance 
of his role is important. 
computer-operator dialogue is given. 
In the following section, an example of 
The programming of instrument control is quite simple with the LINC 
computer. One instruction commands are available for the digital out- 
puts (OPR n), and for the analog input (SAM n). Sensing the level of 
the digital input is a simple skip instruction (SXL n). Appropriate 
timing loops between these instructions are all that is required. This 
part of the software would require modifications for use with other 
systems, since it is designed specifically for the hardware involved. 
Since the signal is converted to digital form by an 8 bit converter 
it is desirable to take full advantage of these 8 bits without saturating 
the converter. We achieved this by trial and error with each unknown sample. 
Appropriate manipulation of the integrating time by the computer could 
achieve the same result in a much more elegant manner. 
More flexible control over the amplitude of the peaks could have 
been achieved by using the analog integrator in a different fashion. 
The amplitude of the signal seen at the computer varies with (a) the 
gain setting on the electrometer, (b) the amount of material injected 
into the spectrometer, and (c) the length of time the integration is 
continued. Since unknown samples can be of unknown concentration the 
amount of material injected is inherently variable. Altering the gain 
in a digital fashion would be difficult. The length of time for 
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integrating can be varied with great precision by examining the signal 
at frequent intervals. 
At the instruction level of the computer, the programs consist of 
short mainline routines with an assortment of 50 or 60 subroutines. 
These subroutines vary in length from 10 instruction error checks to the 
512 instruction arithmetic routines. The memory of the LINC is quite 
limited, 2048 twelve bit words, of which only 1024 words are programmable. 
The software was organized to allow extensive overlaying. The resident 
portion of the program requires 200 words of memory. The remaining 
12,000 words of the system are read in from tape as needed. I n  order 
to improve the efficiency of the running system each of the subprograms 
is self-contained. This necessitated duplication of certain subroutines 
for each program, but allowed the majority of memory to be available when 
needed for high speed processes. Although this system required about 
12,200 instructions on the LINC computer, it might well be duplicated 
in 8000 instructions on a computer where the subroutines (without 
duplication) could remain in core. An incentive to conserving the core 
memory used in this system was the desirability of extending the mass 
range to 500. 
spectrometer, but the LINC memory would not have been a limiting factor. 
This extension was not attempted with the quadrupole 
The following diagram of Figure 5 illustrates both the partitioning 
and flow of a hypothetical routine under SI'ECTRUM. 
table, teletype routines, and parameter table are resident in core. The 
number of partitions within programs vary from one to four; the program 
in the diagram has two partitions. 
The program select 
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Partitioning and Flow of a Routine under SPECTRUM 
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V I I .  AN EXAMPLE OF USER-COMPUTER DIALOGUE 
I n  t h i s  s e c t i o n  a t y p i c a l  d i a logue  between t h e  u s e r  and t h e  computer 
system is reproduced. The example w i l l  probably g ive  t h e  r eade r  a 
qu icke r  f e e l  €or t h e  f low of t h e  communication. 
is a "cold start"; t h e r e  was no p r i o r  c a l i b r a t i o n .  
through t h e  complete c a l i b r a t i o n  phase and a d a t a  a c q u i s i t i o n  from a gas 
chromatograph run. 
It i s  presumed t h a t  t h i s  
The example goes 
The t e l e t y p e  l i s t i n g  is reproduced on t h e  l e f t .  Normally most l i n e s  
have some output ,  but  he re  l i n e s  are skipped t o  keep t h e  comments i n  
s t e p  wi th  t h e  t e l e t y p e  l i s t i n g .  The comments are on t h e  r i g h t .  
A l l  computer ou tput  is l e f t  as it appeared. The u s e r ' s  typ ing  is 
underscored f o r  i d e n t i f i c a t i o n .  One o t h e r  u s e r  key used was t h e  < r u b o u t > .  
Th i s  l eaves  no cha rac t e r  on t h e  paper;  t h e  program simply ignores  what w a s  
on t h a t  l i n e  and advances the  paper and r epea t s .  
t h e  legend ''c rubout>" has  been i n s e r t e d .  
Where rubout  was used, 
Te le type  Lis t ing :  
SPECTRUM 
G A S #  
Comments : 
"SPECTRUM" was typed by the computer. This indicates it is 
ready to execute any program stored in SPECTRUM. 
The program selected by the user is "CAS". 
REFERENCE GAS IS C F R I  
DO YOU WANT I T  ON 
W A I T  15 SECS. valved in. The computer gates it into the mass ionizer 
?=I In this case the user indicates he wants the reference gas 
and instructs the user to wait for the gas pressure to 
stabilize in the analyzer source. 
S PECTRUH 
LOCATE: 
LOCATE 
N- 1618: 
M= 1 
The next program the user calls is "LOCATE". 
illustrates the method of initially estahlishing an "N 
Table". 
m/e identification for two known masses. LOCATE also 
enables the display of the spectrum on the oscilloscope, 
centered about the last N which was entered. 
The first guess is 1600. 
by switches.) 
centered about 1600. 
Next the computer asks for "M", the mJe value. Appar- 
ently the operator is not ready to identify the peak, or 
the peak is not centered. 
Thus the operator answers with an upward arrow ( 4 ) .  
This causes the program to ask the previous question, 
LOCATE 
The computer must be given the known N value and 
(This can also be done manually 
This causes the spectrum to be displaved 
"NI" . 
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N= 1606+ 
N= 1 6 0 6 ;  
M= 691 
The o p e r a t o r  g u e s s e s  1610 and then  is s a t t s f i e d  w i t h  1606. 
The e n t r y  1606+ is r e j e c t e d  by t h e  program as meaningless .  
I t  a g a i n  asks f o r  N. 
F i n a l l y  a t  Nm1606 t h e  o p e r a t o r  is s a t i s f i e d  t h a t  t h i s  is 
t h e  b e s t  value f o r  m / e  = 69; t h u s  he answers  69 t o  t h e  
query  MI. 
N =  4 8 8 0 1  The guess and t r y  method i d e n t i f i e s  4 5 7 2  a s  t h e  p o s i t i o n  
M= r f o r  mass 169. 
N= 5BB0; 
MS 4 4 8 0 1 I M P R O P E R  ENTRY Mass 4400 i s  beyond t h e  range  of t h e  mass s p e c t r o m e t e r .  
H i  
M= r 
N =  4480; 
N= a5001 
M =  46881 IMPROPER ENTRY 
M= : 
N= 46001 
M= 
N= 45681 
M= t 
N= 5 5 7 8 ~  
M= 2 
N= 45731 
Ma 457( 
NE 45721 
M- 1691 
N= 1686 ME 0069 
N- 4572 M= 0169 
ACCEPT? Y E S 1  -
F I L E  NAME = REPORTS; 
SPECTRLM 
D I S P L A Y ;  
D I S P L A Y  
F I L E  NAME = REPORTS1 
M OR N ? Z  
M= 691 N= 1 6 0 6  
A f t e r  t h e  second i d e n t i f i e d  M, t h e  program t y p e s  t h e  
p a r a m e t e r s  f o r  v e r i f i c a t i o n  and a s k s  f o r  a c c e p t a n c e .  I f  
t h e  u s e r  had i n d i c a t e d  non-acceptance,  t h e  program would 
have backed up t o  t h e  b e g i n n i n g  and a l lowed t h e  work t o  
be  redone .  
The program computes t h e  o t h e r  254 N v a l u e s  from t h e  
r e l a t i o n s h i p ,  N = k.m/e + b. 
t h e  two known p o i n t s .  
s t o r e d  i n  a manner so t h a t  i t  may be c a l l e d  f o r  u s e  
whenever d e s i r e d .  The program a s k s  f o r  a FILE NAME. 
The u s e r  responds w i t h  "REPORTS". 
T h i s  N T a b l e  i s  now a v a i l a b l e  under  t h e  i d e n t i f i e r ,  
k and b are computed from 
T h i s  f i l e  of 256 v a l u e s  must he  
"REPORTS". 
The program r e t u r n s  t h e  u s e r  t o  "SPECTRUM", l e v e l  one.  
The u s e r  now w i l l  c a l l  DISPLAY t o  v e r i f y ,  or d e t e r m i n e  t h e  
e r r o r s  i n  N Table .  
o s c i l l o s c o p e .  
f rom t h e  computer. 
s e t  so t ha t  i n t e g e r  peaks  have a s e p a r a t i o n  of one c e n t i m e t e r .  
T h i s  is t h e  u s e r  c a l l .  
The computer responds .  DISPLAY program is  now a c t i v e .  
What f i l e ?  User t y p e s  "REPORTS", and t h e  program l o a d s  t h a t  
t a b l e .  
Query.  
e n t r y ?  (The computer  l o o k s  up t h e  N e n t r y . )  User answers  
t h a t  he  wishes t o  d i r e c t  by mass e n t r y .  
He a s k s  f o r  mass 69. The program looks up t h e  t a b l e ,  f i n d s  
1606 and o u t p u t s  i t  t o  t h e  mass s p e c t r o m e t e r  i n t e r f a c e .  I t  
t h e n  t y p e s  the  N v a l u e  f o r  o p e r a t o r  i n f o r m a t i o n .  
Same w i t h  169. Note t h a t  t h e s e  are t h e  t w o  p o i n t s  Riven 
i n  LOCATE. 
Now mass 100 is t r i e d .  A p p a r e n t l y  t h e  u s e r  is n o t  t o o  
happy w i t h  t h i s ;  t h e  peak does  n o t  seem t o  be  e x a c t l y  
c e n t e r e d .  
DlSPLAY o n l y  d i s p l a y s  t h e  spec t rum on t h e  
The manual wid th  c o n t r o l  i s  t y p i c a l l y  
The d i s p l a y  c e n t e r  is  t h e  N v a l u e  o u t p u t  
Does t h e  u s e r  wish  t o  d i r e c t  by N e n t r y  o r  by M 
29 
M I  I SO now upward ar row c a u s e s  t h e  program t o  back  up a 
q u e s t  i o n .  
M OR N?N_I The u s e r  i n d i c a t e s  by "N" t h a t  he  w i s h e s  t o  e n t e r  N 
numbers d i r e c t l y .  
Np 25423 N. 2542 I n  two more tries he f i n d s  t h a t  mass 100 is a t  N e n t r y  
N= t Backs up  a g a i n ,  and t h i s  t i m e  wri tes  h i m s e l f  a n o t e  about  
H OR N? NOTE 2544 G P ~ D  nr n w  im 
N= 354qi N= 2544 2544. 
mass 100. 
M OR N?? 
SS < r u b o u t >  
s SE 
M O R  N?+ 
F I L E  NAME = I 
SPECTRUM 
D I S P L A Y 3  
DISPLAY 
F I L E  NAME = REPORTS; 
M OR N?& 
n;. tees N= 2537 
k= N- 8426 
M= fl N= 1867 
M= N= 1145 
Mu 691 N= 1686 
M= N= 2537 
M= N- 3208 
M= 131; N= 3457 
M= 169, N= 4572 
M= 81 
Mu 1971 N= 5444 
M= 231; N= 6452 
M= UIl N= 7836 
M= 1581 N I  4130 
M = I s l ,  i2Wi 
MS 2191 N- 6164 
t4= 
M O R  N?+ 
F I L E  NAME = L 
T h i s  is meaningless  t o  t h e  computer ,  so t h e  program 
r e t y p e s  "M OR N"?. T h i s  t i m e  t h e  u s e r  answers  M. 
Nov l e t  us  r e c a p  what happened. The N e n t r y  a t  m a s s  100 
I s  5 o f f .  ( A l l  N numbers are In  octal . )  The error is 
+5, since It I s  n e c e s s a r y  t o  add It t o  t h e  entry i n  t h e  
REPORTS N Table .  
I n  t y p i n g  t h i s  n o t e ,  t h e  u s e r  o v e r r a n  t h e  b u f f e r .  The 
SS is meaningless .  Doing a < r u b o u t >  d o e s  no good. 
The u s e r  can  recover .  The program responds  t o  t by going  
one l e v e l  n e a r e r  t o  SPECTRUM. 
Three  upward arrows g e t  t h e  u s e r  clear back t o  SPECTRUM. 
Now DISPLAY is c a l l e d  a g a i n .  The program is r e r e a d  from t h e  
t a p e .  
c h e c k i n g  e a c h  one.  
The u s e r  goes through t h e  l i s t  of r e f e r e n c e  p e a k s ,  
Between 169 and 181 he makes a t y p i n g  error, b u t  n o t i c e s  i t  
b e f o r e  t y p i n g  a semicolon.  A <  r u b o u t > ,  one of t h e  t e l e t y p e  
k e y s ,  c a n c e l s  t h e  l i ne .  
Presumably t h e  u s e r  h a s  noted  t h e  p o s i t i o n  e r r o r s ,  i f  any,  
f o r  e a c h  l i s t e d  mass. These  errors w i l l  b e  needed soon. 
The a c t u a l  p r o c e s s ,  similar t o  t h a t  shown f o r  mass 100, 
t a k e s  about  a n  hour  f o r  a new s e t u p .  
ing .  i t  t a k e s  o n l y  a b o u t  10 t o  20 minutes .  
Upward arrows b r i n g  t h e  u s e r  back t o  SPECTRUM. 
For day t o  day check- 
SPECTRUM 
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MEP.SrJEEJ 
Y E A  SIJS E 
F I L E  NAME = REPORTS; 
SINGLE? N O P E 3  
T= 2 5 ;  A t  mass 181. 
"MeASURE" may a l s o  b e  
Here it  is c a l l e d  and 
M u l t i p l e  r ead ings  are 
- Each r ead ing  is to  be  
Y- 181; 
N 
5031 
5850 
5051 
5952  
5@53 
5@54 
5055 
5056 
5057 
5@6@ 
506 1 
5Si16P 
SR63 
5864 
51165 
5@66 
5067 
5870 
5107 
AMP. 
00@2 
O f l 7 4  
0161 
R2n7 
0223 
(3236 
024 1 
0235 
0217 
81 7 3  
01 34 
V I 1 4  
0057 
0036 
6823 
0033 
001 1 
0014 
0007 
M- t 
M ZiS N?: 
S I N G L E ?  t 
F I L E  NAME =' 
S PECTWJM 
TVE4K; 
T!JEAK 
. .  -
E =  -3; 
v= E 
F =  - 7 :  .. 
Y =  219; 
E= 2 
M= 2 s  
E= -17;  
Y =  
E= -241  
Y =  20QQ)) 
used  to check  t h e  N Tab le .  
t h e  N T a b l e  "REPORTS" is r e q u e s t e d .  
d e s i r e d  
i n t e g r a t e d  f o r  25 m i l l i s e c o n d s .  
These  are the  r e s u l t s .  For a span  e q u a l  to  a b o u t  t h a t  
between two i n t e g e r  mass p o s i t i o n e .  each  N number is t r i e d .  
Also two p o i n t s ,  1.5 mass d i v i s i o n s  up and down, a r e  
inc luded  t o  g i v e  a good b a s e  r e f e r e n c e .  
typed  as shown. I n s p e c t i o n  h e r e  shows t h a t  mass 181 is 
a c t u a l l y  cen te red  abou t  N-5055. This is i n  c o n t r a s t  w i t h  
t h e  N-5060 i n  t h e  REPORTS t a b l e .  Hence t h e  e r r o r  is -3. 
The r e s u l t s  are 
Again,  upward a r rows  b r i n g  t h e  u s e r  back t o  SPECTRUM. 
The p r o g r a m T W W  is now c a l l e d  t o  c o r r e c t  t h e  N f i l e .  
The u s e r  types  i n  p a i r s  of numbers, masses and e r r o r s  t h a t  
he  has  de te rmined  a t  t h o s e  masses. 
Mass 100. 
Error in t he  t a b l e  of REPORTS for mass 100 is +5.  
When t h e  user  h a s  completed h i s  l i s t  he  s i g n a l s  t h a t  f a c t  
by t y p i n g  2000. 
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ERROR ENTRIES COMPLETED The program n o t e s  t h i s  and 
r e c y p e s  t h e  e n t r i e s  f o r  V e r i f i c a t i o n .  
28 8112 
47 8032 
58 8015 
188 80BS 
119 8018 
158 8083 
169 7777 
181 7772 
197 7770 
219 7762 
231 7768 
247 7753 
ACCEPT? r_Est 
131 me7 
I; I L E  NAM E=REPO RT St  
The program t h e n  g i v e s  t h e  u s e r  a chance  t o  a c c e p t  or 
reject .  Upon a c c e p t a n c e ,  t h e  program p r e p a r e s  t o  u s e  
t h e s e  p o i n t s  t o  make c o r r e c t i o n s  t o  a n  N T a b l e .  
It a s k s  what N t a b l e  t o  correct.  REPORTS is t h e  answer ,  
Then t h e  N t a b l e  and t h e  errors are merged t o  form a new 
c o r r e c t e d  t a b l e .  
are c o r r e c t e d  by s t r a i g h t  l i n e  i n t e r p o l a t i o n  o f  the e r r o r  
Mass p o s i t i o n s  between c a l i b r a t e d  p o i n t s  
CALI BRATION COMPLETE f u n c t i o n .  
The flew c o r r e c t e d  f i l e  must b e  p u t  somewhere. T h i s  t i m e  t h e  
querylI"FILE NAME-" is f o r  t h i s  purpose .  
w i t h  SUPER". Apparent ly  t h i s  f i l e  name h a s  a l r e a d y  been  
u s e d .  
Reuse o f  t h i s  name c a u s e s  whatever  is i n  SUPER t o  be 
e r a s e d .  The program w i l l  n o t  do  t h i s  u n l e s s  e x p r e s s l y  
d i r e c t e d  t o .  T h a t  is why i t  a s k s  "OVERWRITE?". The 
answer is a f f i r m a t i v e ,  so o l d  SUPER is e r a s e d .  Now t h e  
new f i l e  is i n  SUPER. 
The program gives control back t o  SPECTRUM. 
The u s e r  responds  
F I L E  NAME=SUPERI OV E R U R I T E ? m  
SPECTRLM 
9rsm A n  
DI SPLAY 
F I L E  NAME = SUPER; 
M OR N?& 
M= 28) N= 8548 
M= N= 6622 
W= a N- 0778 
PI= 581 Nu 1162 
W= 231; N= 6433 
M= a N= 1617 
M= 2 
M OR N ? g  
N= 6141 N= 8614 
N= 6161 N= 0616 
N= N= 0718 
N= 7621 N= 8762 
N= 6 
N= 769, N= 8764 
N= 7653 N= 8765 
N= t 
M OR N ? I  
F I L E  NAME = 
SPECTRUM 
The u s e r  h a s  r e c a l l e d  DISPLAY. 
And t h e  f i l e  SUPER. 
He is i n v e s t i g a t i n g  t h e  b e h a v i o r  a round masses 28 t o  50. 
H e  goes  back t o  SPECTRUM. 
e r r o r s .  
H e  a p p a r e n t l y  h a s  n o t e d  more 
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TWEAK; 
M= 
E= 8, 
H= 281 
E= 
MI 
M= 481 
E= -3; 
M= 581 
E= 41i. 
M= 255, 
E= 81 
M= 206961 
ERROR ENTRI ES COMPLETED 
T 5 i E K  
E= -41 
1 7777 
28 7777 
32 7773 
40 7774 
5 8  7777 
2 5 5  7777 
C a l l s  TWEAK a g a i n .  
Note t h a t  he s a y s  no  error a t  1 and 28. T h i s  w i l l  i n s u r e  
t h a t  n o  changes are made a t  t h o s e  i n c l u s i v e  masses.  
H e  d i d  note  e r r o r s  a_t 32 2nd 4 0 .  
But 50 through 255 is pegged by s p e c i f y i n g  t h e s e  e r r o r s  
t o  be ze ro .  
And t h i s  i s  t yped  o u t  f o r  v e r i f i c a t i o n .  (The n o t a t i o n  i s  
o c t a l ,  one ' s  complement.) 
ACCEPT? Y B  
F I L E  NAMEsSUPERJ The c o r r e c t i o n  i s  made t o  SUPER. 
CAL I BRAT! ON COMPLETE 
F I L E  NAME= SUPER; OV ERWRI T E ? Y M  
The new table is f i l e d  under SUPER. (The o l d  one  has  
been e r a s e d . )  
SPECTRUM 
D I  SPLAYJ 
DISPLAY 
F I L E  NAME = SUPERJ 
H OR N?MJ 
M= 2 3  N= 0548 
M= 3 A  N- 06 16 
M= 501 N= 1162 
M- 4 3  N= 8765 
M= 131; N- 3476 
M- 2191 N= 6'147 
H= 1 
M OR N?+ 
F I L E  NAME = 2 
SPECTRUM 
TAKE ONE; 
TAKE ONE 
F I L E  NAME = 
1 s  17; 
FILENAME - SUPERJ 
SPECTRUM F I L E D  AT 1 .  
REPEAT? E 1  
Now DISPLAY is c a l l e d  for a f i n a l  v e r i f i c a t i o n .  
A l l  seems well .  
Return  t o  SPECTRUM. 
TAKE ONE w i l l  r ead  each  mass p o i n t  from 1 t o  256.  The t i m e  
f o r  i n t e g r a t i o n  a t  each  peak is remembered from t h e  l a s t  
t i m e  TAKE ONE w a s  used. To change t h i s  pa rame te r ,  upward 
a r row must be used  h e r e .  The t i m e  is set t o  1 7  m i l l i s e c o n d s  
p e r  peak. 
The N Tab le  t o  b e  used  is SUPER. Now t h e  spec t rum is 
taken .  
In about  3 seconds it is comple te .  
The u s e r  may elect t o  t a k e  a n o t h e r .  
S i n c e  t h e  r e f e r e n c e  g a s  h a s  been  l e f t  on a l l  t h i s  t i m e ,  t h e  
p l o t t e d  results of t h i s  would be  s i m i l a r  t o  f i r s t  i l l u s t r a -  
t i o n  i n  t h i s  r e p o r t .  
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SPECTRUM 
=J Now GAS is c a l l e d .  
It r e p o r t s  i t s  c o n d i t i o n .  And t h e  u s e r r e q u e s t s  t h a t  i t  be 
REFERENCE GAS IS ON t u r n e d  o f f .  
DO Y O U  WANT I f  OFF YES PLEASEJ 
WAIT 15 SECS. 
S P ECTR UM 
GOGQJ 
GOGO 
MSEC PER PEAK== 
S PE CT R UM 
A f t e r  t h e  due w a i t  f o r  t h e  sys tem t o  pump o u t ,  t h e  program 
r e t u r n s  t h e  u s e r  t o  SPECTRUM. 
The sys tem is now f u l l y  c a l i b r a t e d .  
GOGO is t h e  program t h a t  w i l l  t a k e  a s e q u e n c e  of mass 
s p e c t r a  d u r i n g  a g a s  chromatograph run .  
The N f i l e  must b e  s p e c i f i e d .  
A t  t h i s  p o i n t  t h e  u s e r  may mount a n e w  t a p e  if h e  wishes  
t o  r e t a i n  t h e  d a t a  on magnet ic  t a p e .  
And las t  t h e  m i l l i s e c o n d s  p e r  peak i n t e g r a t i o n  is 
s p e c i f i e d .  
c o l o n  a f t e r  t h e  "17". T h i s  c o n t i n u e s  f o r  about  18 minutes .  
The program would have come t o  a normal  h a l t  a t  t h e  end 
o f  about  2 1  minutes .  However, t h e  o p e r a t o r  w a s  watching  a 
s t r i p  c h a r t  r e c o r d i n g  of t h e  s i g n a l  from t h e  f lame 
d e t e c t o r  of t h e  GLC. H e  n o t e d  t h a t  t h e  l a s t  peak o f  i n t e r e s t  
h a s  passed  and p r e s s e d  t h e  t e r m i n a l  b u t t o n .  
C o n t r o l  is p a s s e d  back t o  SPECTRUM. 
A c t u a l  d a t a  a c q u i s i t i o n  starts w i t h  t h e  s e m i -  
S H  
SUMMING TAKES TIME W A I T  5 OR 10 
F I L E #  0.  #OF POINTS=0217 SUM is t h e  program t h a t  adds  up each  i n d i v i d u a l  spec t rum.  
There  were 217 s p e c t r a .  The sum of e a c h  was put  i n  f i l e  0. 
SPECTRUM 
PLOT: PLOT c a u s e s  Calcomp p l o t s  of t h e  r e s u l t s .  
NAME: -GI C 0 F NCS -AMINO M I D  METHYL ESTER MIX- 
F I L E  IS: T h i s  ca l l  of PLOT p l o t s  t h e  r e s u l t  of SUM. 
J= 11 
K =  g21 T h i s  and t h e  n e x t  e n t r y  are i n  e r r o r .  
X DIMEN.= r T y p i s t  c o r r e c t i n g  h i s  error. 
I =  
K =  
I =  The error is c o r r e c t e d .  
X DIMEN.= 161 
Y DIMEN.= 7J And 7 i n c h e s  h i g h .  
BAR GRAPH? NOf 
J TO K BY 1 .  
I =  24Q1 
The p l o t  is t o  b e  16 i n c h e s  wide.  
S i n c e  t h i s  is a t o t a l  i o n  p l o t ,  i t  is t h e  e q u i v a l e n t  o f  a 
GLC c h a r t .  The numbers on t h e  x a x i s  r e f e r  t o  t h e  s p e c t r a .  
S i n c e  a s p e c t r u m  was t a k e n  e v e r y  5 s e c o n d s ,  t h i s  a x i s  i s  
a l s o  a measure of t i m e .  Also, t h e  p l o t  i s  a good index  t o  
t h e  spec t rum of i n t e r e s t .  
The p l o t  is shown i n  F i g u r e  6. 
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SPECTRUM 
PLOT# 
NAME: NCS-ALANINE M F I W  PSTfBt 
F I L E  # s t  !& T h i s  is t he  f i r s t  p l o t  of a mass spec t rum of t h i s  group. 
J TO K BY I o  As can b e  seen i n  F i g u r e  6 ,  f i l e  16  indexes  t h e  f i r s t  CLC 
J= 281 peak. The o p e r a t o r ,  from h i s  knowledee of t h e  CTX p l n t ,  
K= 2 s  i d e n t i f i e s  and t i t les  it. 
I =  1 s  T h i s  is shown ir. F i g u r e  7. 
Y DIMEN *= fi 
BAR GRAPH? 
x D ~ ~ E N . -  1%
S PE CTR OM 
PLOT; 
NAME: NCS-METHIONINE METHYL ESTER; 
F I L E  # S :  156; 
J TO K BY I .  
J= 281 
K= 2581 This  is  another  of t h e  217 s p e c t r a  a v a i l a b l e .  The program I =  13 a s k s  t h e  user  f o r  c e r t a i n  i t e m s .  F i r s t  i s  t h e  Name. Th i s  
x D~MEN.= is; becomes t h e  t i t l e  o f  t h e  p l o t .  Then t h e  range  of i n t e r e s t  
Y DIMEN.= 
BAR GRAPH? YUSP; 
(J t o  K). The s i z e  of t h e  p l o t  and i f  i t  is t o  be  a b a r  o r  
connec ted  l i n e  p l o t .  T h i s  "YUSP" w a s  i n t e r p r e t e d  c o r r e c t l y  
a s  "YES". See F i g u r e  8. 
SPECTRUM 
SORTS 
SORT SPECTRA FOR MASS #S: 
SORT w i l l  go t h rough  t h e  s p e c t r a  and g e t  t h e  t i m e  h i s t o r y  
of t h e  ampl i tude  on any 5 mass peaks .  
I n  t h i s  c a s e  mass 159,  1 4 3 ,  145 ,  203 and 205 are reques t ed .  
MASS<!)= 1591 
MASS(2)= 1 s  
MASS<3)= 1451 
MASS<4)= 2 m  
MASS<S)= 2851 
W A I T . .  
STORE I N  F I L E S  0507, 8588. 8589, 8518, 8511. 
SPECTRUM 
PLOT; 
NAME: MASS 145 CNCS-AL-HYL ESTER)i 
F I L E  #S: 5 E f  
J TO K BY I .  
J= molecu la r  peak of NCS-Alanine Methyl E s t e r .  The connec ted  
K- 2481 l i n e  graph  i s  s h o w  i n  F i g u r e  9 .  
F i l e  509 con ta ins  t h e  t i m e  h i s t o r y  of mass 145 ( s e e  above).  
T h i s ,  a s  can be  s e e n  i n  F i g u r e  7,  appea r s  t o  b e  t h e  
I =  u 
X DIMENOX 16J 
Y DIMEN .= 
BAR GRAPH? NOPEJ 
SPECTRLM 
PLOTJ 
NAME: MASS 203 (NCS-ASPARI < r u b o u t >  The u s e r  c o r r e c t e d  h i m s e l f .  
NAME: MASS 283 CNCS 
F I L E  IS: - 5 1 8 ~  203 shown i n  F i g u r e  10.  
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J TO K BY I o  
J= 1 3  
K- FB 
I =  1 3  
X DI%EN.= 16, 
BAR GRAPH? NOT NOUi 
Y . DIMEN .= 62 
SPECTRUM About 30 to 45 minutes have elapsed since the end of the 
GLC run. SUM took the longest time, about 12 minutes. 
The plots took about 4 to 5 minutes each. 
All of this control, listing, and plotting took place in 
the laboratory right next to the mass spectrometer. 
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Figure 6 
Each u n i t  on t h e  a b s c i s s a  r ep resen t s  f i v e  seconds. There 
w a s  one s p e c t r a  taken during each such u n i t .  
is t h e  sum of a l l  mass peaks or t o t a l  i o n  cu r ren t .  
t h i s  i s  an index t o  t h e  mass s p e c t r a  recorded and a GLC 
r e p r e s e n t a t i o n .  
The o r d i n a t e  
Hence, 
w 
0 
3 I- 
U 
J 
S 
a 
a 
W 
-J 
H 
BASS 
Figure 7 
The spectra of the  16 th  t i m e  s l o t  of 
F igu re  6 ,  t h e  f i r s t  GLC peak. 
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NCS-METHIONINE METHYL ESTER 
7 
Figure 8 
A spectrum from t h e  third peak from the end. A s  
can be expected from the  longer retent ion times,  
this fract ion has a higher molecular weight. 
MASS 145 (NCS-ALANINE METHYL E S T E R )  
- .. 
W 0 3 
I- 
H -I
E 
- 
a 
a 
0, 
B 
ln 
W 
-J 
H 
L 
TIME 
Figure 9 
The occurrence o f  mass 145 versus  t i m e .  
The t i m e  s c a l e  i s  the same as Figure 6 .  
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e 
4 
In 
W 
H 
LL 
n 
a 
nASS 203 (NCS-ASPARTIC ACID DInETHYL ESTER) 
d 
ll 
F i g u r e  10 
A t i m e  p l o t  of mass 203. 
NCS-ASPARTIC A C I D  DIMETHYL ESTER 
F i g u r e  11 
Another s p e c t r a  indexed by F i g u r e  6 .  
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VI11 . Conclusion 
This  system demonstrates  t h e  use  of  a computer i n  t h e  o p e r a t i o n  
of a mass spectrometer .  By though t fu l  programming techniques ,  a complex 
arrangement of hardware is  made e a s i l y  a c c e s s i b l e  t o  a user .  
operator-computer d ia logue  is  p a r t i c u l a r l y  u s e f u l  i n  t h e  process ing  and 
p resen ta t ion  of  da ta .  The sof tware  of t h e  system s i g n i f i c a n t l y  reduces 
t h e  t i m e  required f o r  sample a n a l y s i s ,  r e l e a s i n g  t h e  r e s e a r c h e r  t o  
explore  the  p o t e n t i a l  of t h e  mass spectrometer . .  
The 
The c a l i b r a t i o n  of  a m a s s  spec t rometer  provides  a r e f e r e n c e  f o r  
measuring t h e  p r e c i s i o n  and s t a b i l i t y  of t h e  instrument .  Computer 
monitor ing o f t h e  ope ra t ing  parameters  of a m a s s  spec t rometer  w i l l  pro- 
v i d e  d a t a  needed t o  improve t h e s e  c h a r a c t e r i s t i c s .  We are working on 
ways t o  make t h e  c a l i b r a t i o n  more au tomat ic ,  l i m i t e d  only  by t h e  t i m e  
cons t an t s  of t h e  mass spectrometer .  Th i s  would involve  us ing  a given 
N f i l e  t o  take a spectrum of t h e  r e f e r e n c e  gas.  The computer would then  
compare the spectrum d a t a  t o  a manually en te red  spectrum of t h e  
r e f e r e n c e  g a s  which would be  f i l e d  on t ape .  
adjustments  would be made t o  t h e  N f i l e .  
be fo re  every GLC run. 
Af t e r  comparing t h e  two, 
This  would permit  a c a l i b r a t i o n  
It  is f e a s i b l e  t o  b u i l d  a l i m i t e d  purpose computer and a 
quadrupole m a s s  spec t rometer  as one u n i t ,  forming a compact ins t rument  
wi th  f e a t u r e s  similar t o  t h e  system presented  i n  t h i s  r e p o r t .  Some of 
t h e  sof tware could b e  embodied i n  hardware c i r c u i t s .  A l t e r n a t i v e l y ,  
t h e  system could h e  i n t e r f a c e d  wi th  a l a r g e r  time-shared computer. 
W e  expect  t o  i n v e s t i g a t e  t h i s  p o s s i b i l i t y .  
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APPENDIX 
IRL I n t e r f a c e  wi th  t h e  Telephone Company Lines  
The Ins t rumenta t ion  Research Labora tory ' s  connect ion of  a Model 33 
Tele type  t o  i ts  LINC computer has  been p rev ious ly  descr ibed  i n  Appendix A 
of Technical R e p o r t  No .  IRL-1055. To f u r t h e r  demonstrate t h e  poss i -  
b i l i t y  of remote access t o  L I N C  - QUAD 300 system, t h e  connect ion w a s  
modified t o  permit  i n t e r f a c i n g  wi th  a 103 A Data Se t .  This  Data S e t ,  
r en ted  from t h e  phone company, t r ansmi t s  t o  and r e c e i v e s  from similar  
u n i t s  any ser ia l ,  d i g i t a l  code. Such u n i t s  are a v a i l a b l e  throughout 
t h e  B e l l  Telephone s e r v i c e  area. 
The Data Phone has  a TALK and a DATA mode of  ope ra t ion .  I n  t h e  
TALK mode the  Data Phone may be used f o r  vo ice  communication; i n  t h e  
DATA mode the  flow of  information is d i g i t a l  and through t h e  Data Set  
connector .  By connect ing t h e  L I N C  t o  a Data Se t  i t  is p o s s i b l e  t o  c a l l  
and c o n t r o l  t h e  program from any Data Phone-Data Set  combination i n  t h e  
Bell system. In  p a r t i c u l a r ,  w e  wished t o  c a l l  t h e  L I N C  from l o c a t i o n s  having 
a Teletype connect ion t o  t h e  l o c a l  Data S e t ,  s i n c e  t h e  Teletype is our  
l o c a l  input-output device .  The phone company does ,  i n  f a c t ,  p re sen t  
t h i s  type  of connect ion i n  one package. 
ob ta ined  with a Data S e t  and Data Phone b u i l t  i n t o  i ts  mounting rack.  
This  t ype  of u n i t  appears ,  f o r  example, i n  t h e  o f f i c e s  of those  who 
subsc r ibe  t o  news s e r v i c e s  such as t h e  Associated P res s .  
A Model 33 KSR Teletype can b e  
The b a s i c  IRL hookup is  shown i n  F igure  A l .  The d a t a  flow is  
ind ica t ed  by t h e  t a b l e  of  Figure A2. 
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FIGURE A2 
Data Flow between t h e  SEND and RECEIVE s t a t i o n s .  
,  
A problem came up i n  t h e  use  of IRL sof tware  wi th  t h e  
remote Teletype.  
pu t  o u t  a p a r i t y  b i t  as t h e  las t  u n i t  of i t s  c h a r a c t e r  code. 
Those c h a r a c t e r s  which inc luded  t h i s  p a r i t y  b i t  were no t  
recognized by our  LINC Tele type  rou t ine .  However, t h e  remote 
Tele type  d id  n o t  demand p a r i t y ,  as evidenced by t h e  f a c t  t h a t  
i t  accepted our  ou tpu t ,  wi thout  p a r i t y ,  from t h e  LINC.  
Those Tele types  wi th  b u i l t - i n  Data S e t s  
It w a s  
44 
Figure A3 
The IRL hardware modification which removes an 
incoming parity b i t  from a coded character. 
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Figure A4 
Timing diagram of parity delete c ircu i t .  
PARITY DELETED 
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decided t h a t  the easiest way t o  s o l v e  t h i s  problem w a s  t o  remove 
t h i s  p a r i t y  b i t  a t  t h e  inpu t  t o  t h e  LINC w i t h  a hardware modif icat ion.  
This  mod i f i ca t ion ,  shown i n  f i g u r e  A 3 ,  makes i t  p o s s i b l e  t o  u s e  a l l  
of ou r  p a s t  and p r e s e n t  so f tware  from e i t h e r  our  l o c a l  Teletype o r  
t h e  remote Data Phone Te le type ,  v i a  t h e  t e l ephone  l i n e s .  The c i r c u i t  
w a s  implemented wi th  two DEC l o g i c  ca rds  of t h e  4000 series. The NOR 
blocks which are shown i n  f i g u r e  A3 are a l l  on one 4112 card.  The 
let ters a r e  t h e  p i n  connections.  The c i r c u i t ,  i n  u s e ,  i n t e r c e p t s  t h e  
ou tpu t  l i n e  marked LINC Receive i n  f i g u r e  A l .  
The timing diagram, f i g u r e  A4,  i l l u s t r a t e s  t h e  manner of d e l e t i n g  
t h e  p a r i t y  b i t .  
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